Chapter 9

Ultrasound Scanner

I ntroduction:

1. There currently exist only recommendations for
QC programs for ultrasound*®. However, such
programs are important for ensuring the accuracy of
patient examinations as well asfor controlling repair
and maintenance costs of the units themselves.

2. Thetestslisted in Table 9.1 should be performed
using ageneral purpose transducer with time gain
compensation (TGC) and depth settings as described
inref. 2.

Minimum Required Per sonnel Qualifications:

Level 111 (Advanced Radiological Systems Surveyor)

Testing Periodicity:

SeeTabl e 9. 1 for the periodicity of each test.
| nstrumentation:
1. Tissue equivalent phantom with average velocity

of sound of 1540 m/s+ 0.05 % and an attenuation
coefficient of 0.5to0 0.7 dB/MHzxm.
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